Cleaning and care for highspeed, straight and contra-angle handpieces m

The Dental Company

Cleaning and disinfection after each patient and prior to each sterilization procedure

Manual cleaning must always be combined with
disinfection.

The contra-angle handpiece can be cleaned by
brushing it off under running water (of at least drinking
water quality).

Steam disinfection: The contra-angle
handpiece can be steam-disinfected at a temperature of
105°C (221° F) (3 min.).

Spray and wipe disinfection: Is permitted only externally
using chemical disinfectants.
Thermodisinfection: Can be washed in a thermodisinfec-
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'p..\-\e tor at temperatures of up to 95°C (203° F) (external
;§ cleaning only!)
’.(//’ \ If the handpiece is still soiled after disinfection, the clean-
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ing process must be repeated. The handpiece must be
free from any residues and completely dry before further
conditioning.

Never immerse in disinfectants!
Never clean in an ultrasonic bath.

T1/7T2/ 13 highspeed handpieces T3 highspeed handpieces T3 highspeed handpieces with Use only original Sirona T1 Spray.
for quick coupling with ISO 4-hole fixed connection Borden 2/3-hole fixed connection Remove the bur from the straight, Contra_ang|e or h|gh_
speed handpiece.

Disconnect the handpiece from the quick coupling / hose /
motor.

Fit the spray adapter onto the nozzle of the spray can
(see figure).

Plug in the handpiece up to the stop and hold it
firmly.

Place the spray can on a flat surface.

Spray for 1-2 seconds with T1 Spray.

If the expelled oil still contains residue, repeat the spray-
ing procedure.

Prior to use, briefly run the handpiece at no load on the

dental unit and wipe it with a dry cloth while the drive is
at standstill.
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ATTENTION:

Never press the push-button while the handpiece is
running!

Check proper fit and number of O-rings of the spray
adapter prior to lubrication!

T2 REVO Cleaning the push-button chuck Push-button chuck

(only for FG bur of @ 1.6 mm)

Lubricate at least once a week for 1-2 seconds.

Instrument tray

After treating them with T1 Spray, store the straight, con-
tra-angle and highspeed handpieces in an upright posi-
tion with their heads in lowermost position.

Maintenance (if necessary)

Cleaning the spray jets Removing dirt particles etc. from the light
guide surfaces

135°C| 275°F
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The handpiece can be sterilized
only in the autoclave at 135°C
(275°F) (3 min.).

After sterilization:
Immediately remove the hand-
piece from the autoclave.

All handpieces must be stored so
that they are protected from con-
tamination.

DAC Universal SIROCLAVE B SIROMINI B SIROSEAL - fast and simple sealing
Clean, oil and sterilize with fractionated pre- and post-vacuum for with fractionated pre- and post-vacuum for Sealing ensures that the sterilized handpieces
6 instruments in 12 min. first-class sterilization. first-class and rapid sterilization. remain sterile over a sufficiently long time.
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